High-definition vs. standard-definition endoscopy with indigo carmine for the in vivo diagnosis of colonic polyps

Gaius Longcroft-Wheaton, James Brown, David Cowlishaw, Bernard Higgins and Pradeep Bhandari

United European Gastroenterology Journal 2013 1: 425 originally published online 30 August 2013
DOI: 10.1177/2050640613502963

The online version of this article can be found at:
http://ueg.sagepub.com/content/1/6/425

Published by:
SAGE
http://www.sagepublications.com

On behalf of:
United European Gastroenterology

Additional services and information for United European Gastroenterology Journal can be found at:

Email Alerts: http://ueg.sagepub.com/cgi/alerts

Subscriptions: http://ueg.sagepub.com/subscriptions

Reprints: http://www.sagepub.com/journalsReprints.nav

Permissions: http://www.sagepub.com/journalsPermissions.nav

>> Version of Record - Nov 26, 2013

OnlineFirst Version of Record - Aug 30, 2013

What is This?
High-definition vs. standard-definition endoscopy with indigo carmine for the in vivo diagnosis of colonic polyps

Gaius Longcroft-Wheaton1,2, James Brown2, David Cowlishaw1, Bernard Higgins3 and Pradeep Bhandari1,2

Abstract

Background: There is growing evidence that indigo carmine chromoendoscopy is effective for the in vivo diagnosis of colonic polyps. However, the impact of colonoscope resolution on diagnostic accuracy has not been investigated.

Objective: We aimed to compare the effectiveness of in vivo diagnosis of small colonic polyps using indigo carmine dye spray with standard-definition and high-definition colonoscopes.

Methods: Procedures were performed using Fujinon colonoscopes and EPX 4400 processor. Fujinon standard-definition (SD) and high-definition (HD) colonoscopes were used, with the endoscopist blinded to colonoscope definition. Polyps <10 mm were assessed using 0.2% indigo carmine dye spray, with the predicted diagnosis recorded. In each case the kind of colonoscope (SD or HD) was recorded. Polyps were removed and sent for histological analysis, with the pathologist blinded to the diagnosis made by the endoscopist. The predicted diagnosis was compared with the true histology to calculate the accuracy, sensitivity and specificity of in vivo assessment using either SD or HD scopes.

Results: In total 237 polyps <10 mm in size were examined. There was no statistically significant difference for any of the measured parameters between SD and HD assessments, with an accuracy, sensitivity and specificity of 89%, 91% and 87% with SD colonoscopes and 92%, 96% and 84% with HD colonoscopes.

Conclusions: The accuracy of in vivo assessment of small colonic polyps with indigo carmine dye spray is excellent with standard-definition colonoscopes and is not improved with high-definition colonoscopes.

Keywords

Colonic polyp, in vivo diagnosis, indigo carmine

Received: 30 May 2012; accepted: 3 August 2013

Introduction

There has been considerable interest in the in vivo diagnosis of colonic polyps, with studies suggesting that such techniques could be used as an alternative to conventional histology.1,2 The American Society of Gastrointestinal Endoscopy (ASGE) have recently released guidelines for proposed standards for in vivo diagnosis in place of conventional histology,3 making the prospect of such techniques being used in mainstream practice a realistic proposition. Furthermore, there is a growing body of evidence which suggests that this would be a cost-effective approach.4-6 However, there has been very little published describing the impact of colonoscope resolution on the accuracy of this technique. Most of the research has been conducted using high-definition (HD) equipment.

Whilst there has been a growth in the availability of HD colonoscopes, which are increasingly being used for screening procedures and for the examination of colonic polyps, such equipment requires a significant initial financial investment, and are more expensive to purchase than conventional colonoscopes. This can act...
as a significant barrier to the adoption of in vivo diagnosis.

There has been one study which compared accuracy of in vivo diagnosis using white light and the electronic imaging modality FICE using standard-definition (SD) and HD colonoscopes. This found that whilst endoscope definition made no difference to the white light diagnosis, which was inadequate for in vivo assessment, there was a significant reduction in sensitivity for neoplasia when assessments were made using FICE. This is important as it raises an important question regarding the applicability in vivo diagnosis when using older equipment.

Indigo carmine is a surface dye which is widely used for in vivo diagnosis of colonic polyps. There have been studies which suggest it can be used effectively with SD colonoscopes. However, the results were relatively poor, with a sensitivity and specificity of 82%, below the levels expected for effective in vivo diagnosis. It is unclear whether this is a result of endoscope resolution or due to another factor. It is therefore uncertain whether there is a benefit from using it with HD colonoscopes when making an assessment with indigo carmine dye spray.

**Aims of the study**

We aimed to compare the accuracy of in vivo diagnosis of small colonic polyps using indigo carmine dye spray with SD and HD colonoscopes.

**Methods**

The study had ethical approval (REC No. 09/H0501/94) and was registered with the European clinical trials database Eudra CT 2009-016742-10 and with clinical trials.gov NCT01182623.

This was a prospective double-blinded (endoscopist and pathologist) observational study where 237 consecutive polyps were assessed by a single endoscopist (PB) who was trained and experienced in in vivo diagnostic methods. Patients were all faecal occult blood-positive referrals for bowel cancer screening colonoscopy on a standard screening list where SD and HD colonoscopes were routinely used. Exclusion criteria were a diagnosis of inflammatory bowel disease, familial polyp syndromes or poor bowel preparation, all of which could influence surface pattern assessment.

All of the procedures were performed using Fujinon colonoscopes. These were equipped with either standard-definition EC530 (SD) 410,000 pixel CCD or high-definition EC530 (HD) 650,000 pixel Super CCD chips. The type of colonoscope (HD or SD) was allocated randomly by the nursing staff on a basis of availability and was not influenced by the endoscopist, who was blinded to the type of colonoscope being used. Each colonoscope was allocated a unique identification number through which its resolution could be identified. This was recorded prospectively and not unblinded until the end of the study. Optical magnification, if available, was not used. Images were viewed on a flat screen Sony 24-inch WUXGA LCD monitor (LMD-2450 MD) capable of 1080i resolution. The SD and HD equipment had all identifying markers removed, and all equipment appeared outwardly identical in all respects. All procedures were performed on routine Bowel Cancer Screening programme (BCSP) lists which were not reduced for the purposes of the study. No additional time was allowed for assessments for the purposes of the study.

Polyps were identified with white light endoscopy and cleaned of debris prior to assessment using 10–20 ml of water with 2 ml of 10% simethicone. Lesion size was assessed using the open jaws of the biopsy forceps. Polyps >10 mm in size were excluded from analysis. Small (<4 mm) rectal hyperplastic polyps were excluded as these are considered easy to assess and of no clinical significance, and could potentially bias the results of the study. Morphology was recorded using the Paris classification system. Indigo carmine dye spray was then applied at a concentration of 0.2%. This was applied directly by flushing 10 ml of dye down the biopsy channel followed by 20 ml of air. The mucosa was deflated and then reinflated to ensure even coverage and excess dye suctioned. The endoscopist assessed the lesions by examination of surface pit patterns as described by Kudo et al.9 Patterns I and II were defined as hyperplastic, III-s, III-L and IV as adenoma and V as cancer. The diagnosis made by the endoscopist (neoplastic (adenoma + cancer) vs. non-neoplastic (hyperplastic)) was recorded and the polyp then removed and sent for histological analysis by an expert gastrointestinal pathologist blinded to the diagnosis made by the endoscopist.

The study was prospectively powered. The assumptions were made that 70% of polyps found are neoplastic, that the true sensitivity for neoplasia with indigo carmine using HD endoscopes would be between 90–99%, and that the true sensitivity for neoplasia using SD endoscopes would be between 80–90%. With 80% power (assuming a 5% significance level and phi coefficient of 0.2) to demonstrate a 15% absolute difference in the accuracy for neoplasia between HD and SD endoscopy 152 neoplastic polyps would need to be assessed in total, with 76 in each group, requiring a total sample of 218 polyps (neoplastic + hyperplastic) to produce significant results.

IBM SPSS-18 for Windows was used for statistical calculations, and analysis was performed on a per lesion basis. Pearson’s uncorrected chi test was used.
for the comparison between SD and HD results. The accuracy for the correct diagnosis of neoplasia using indigo carmine for both SD and HD endoscopes was compared with histology and 95% confidence intervals calculated.

**Results**

In total, 150 patients underwent colonoscopy using either SD or HD colonoscopes; 80 patients were examined using SD colonoscopes (group A), with 70 patients examined with HD colonoscopes (Group B). Group A (SD): 51 patients were found to have 114 polyps <10 mm in size. Group B (HD): 39 patients were found to have 123 polyps <10 mm in size.

Among the patients with polyps, 58/90 were male. Mean age was 65 (range 60–75). The size and morphology of the polyps are shown in Table 1.

More polyps were found using HD colonoscopes, with a mean of 3.1 polyps per patient in the HD limb vs. 2.2 polyps per patient in the SD limb. This difference was not statistically significant ($p=0.175$).

Accuracy, sensitivity and specificity, negative predictive value and positive predictive value for assessments with indigo carmine chromoendoscopy using SD and HD endoscopes was performed. This is shown in Table 2. There was no statistically significant difference for any of the measured parameters between SD and HD assessments (see Figure 1). A breakdown of the observed pit patterns for each histology type for SD and HD assessments is shown in Table 3.

**Rescope intervals**

Surveillance intervals were calculated using BSG$^{10}$ and ASGE$^{11}$ guidelines. There were five patients who were excluded from analysis due to the coexistence of larger polyps which would have required histology. It was found that when using HD endoscopes surveillance intervals were set correctly in 34/34 = 100% of patients with both BSG and ASGE standards. With SD endoscopes surveillance intervals were set correctly in 48/51 = 94% of patients with ASGE guidelines and 49/51 = 96% patients using British Society of Gastroenterology (BSG) guidelines. There were no statistically significant differences observed (see Table 4).

**Discussion**

This study demonstrates that HD endoscopes offer no benefits for the purposes of in vivo diagnosis when using indigo carmine dye spray. Accuracy is excellent with both modalities of assessment, meeting the standards outlined in the ASGE guidelines. This is important, as it contrasts the results previously published with white light and the electronic imaging modality FICE, where HD colonoscopes offered a significant improvement in sensitivity for neoplasia.\(^7\)

Whilst it is likely that in time HD colonoscopes will replace SD equipment, currently most units are managing with a mix of old and new equipment. This makes the question of how endoscope resolution impacts on capacity to make an in vivo diagnosis very relevant, with endoscopists faced with the decision as to whether the equipment in their department is adequate for task. We feel that this data is reassuring that in vivo diagnosis can be safely performed using relatively modest equipment. Indigo carmine is a cheap, universally available agent which is easy and safe to use. We believe that

<table>
<thead>
<tr>
<th>Table 1. Size and morphology of polyps</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
<tr>
<td><strong>Group A (SD)</strong></td>
</tr>
<tr>
<td><strong>No. of polyps</strong></td>
</tr>
<tr>
<td><strong>Mean size (mm)</strong></td>
</tr>
<tr>
<td><strong>Range (mm)</strong></td>
</tr>
<tr>
<td><strong>No. &lt;5 mm</strong></td>
</tr>
<tr>
<td><strong>Morphology</strong></td>
</tr>
<tr>
<td>Pedunculated</td>
</tr>
<tr>
<td>Sessile</td>
</tr>
<tr>
<td>Flat</td>
</tr>
<tr>
<td><strong>Location</strong></td>
</tr>
<tr>
<td>Caecum</td>
</tr>
<tr>
<td>Ascending</td>
</tr>
<tr>
<td>Transverse</td>
</tr>
<tr>
<td>Descending</td>
</tr>
<tr>
<td>Sigmoid/rectum</td>
</tr>
<tr>
<td><strong>Histology</strong></td>
</tr>
<tr>
<td>Hyperplastic</td>
</tr>
<tr>
<td>Tubular adenoma</td>
</tr>
<tr>
<td>Villous adenoma</td>
</tr>
<tr>
<td>Tubulovillous adenoma</td>
</tr>
<tr>
<td>Adenocarcinoma</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Table 2. Accuracy, sensitivity, specificity, positive predictive value (PPV) and negative predictive value (NPV) for indigo carmine using HD and SD endoscopes</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
</tr>
<tr>
<td><strong>HD</strong></td>
</tr>
<tr>
<td>Accuracy (95% C.I.)</td>
</tr>
<tr>
<td>Sensitivity (95% C.I.)</td>
</tr>
<tr>
<td>Specificity (95% C.I.)</td>
</tr>
<tr>
<td>PPV (95% C.I.)</td>
</tr>
<tr>
<td>NPV (95% C.I.)</td>
</tr>
</tbody>
</table>
a safe approach to in vivo diagnosis would be to make a diagnosis based on indigo carmine dye spray if HD equipment is unavailable.

It is important in the current era of austerity to be critical regarding the equipment we purchase. HD colonoscopes still carry a significantly higher price than SD colonoscopes, and we have to be able to justify our purchasing decisions. Decisions as to whether all equipment in a unit needs to be changed are potentially very expensive. We feel our data contributes to this by offering a potential route for making an in vivo diagnosis with SD equipment.

The key strengths of our study are that all assessments were performed in real time by a single endoscopist highly skilled in in vivo diagnosis. Therefore we are unlikely to be underreporting accuracy, and this is likely to represent a true representation of what can be achieved with indigo carmine and SD colonoscopes. It is a well-powered study with limited ability for bias.

The key weakness of our study is that it is a single centre, single endoscopist experience. As such we cannot be certain how transferrable these results are to others. It may be that less experienced endoscopists would find increased benefit from HD colonoscopes, where the patterns may appear clearer. This would be a good area for further study.

It is important to understand that this data relates to lesion characterization only. Lesion detection is a fundamentally important issue, and it is only when lesions are identified that they can be appropriately managed. The effect of colonoscope definition on lesion detection is unclear, with studies producing mixed results.\textsuperscript{12–15} Our data did not show a statistically significant difference in lesion detection between SD and HD colonoscopes ($p = 0.175$). However, it is important to stress that the study was not powered to investigate lesion detection, and therefore this should be interpreted with caution. We feel further studies are needed to investigate this important area.
In summary, this study demonstrates that the accuracy of in vivo assessment of small colonic polyps with indigo carmine is excellent with SD colonoscopes, with no improvement seen when using HD colonoscopes. This provides the endoscopist with evidence of an accurate method of lesion assessment using SD equipment.

Funding
This research received no specific grant from any funding agency in the public, commercial, or not-for-profit sectors.

Conflicts of interest
The authors declare that there is no conflict of interest.

Acknowledgements

References